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I. INTRODUCTION 


This report deals with the evaluation of a large format image tube 
camera of a type under consideration for use on the Space Shuttle Sortie 
Missions. Our evaluation covers the following subjects 

1. resolving power of the system 

2. geometrical characteristics of the system (distortion etc.) 

3. shear characteristics of the fiber optic coupling 

4. background effects in the tube 

5. uniformity of response of the tube (as a function of wavelength) 

6. detective quantum efficiency (DQE) of the system 

7. astronomical applications of the syseem 

It must be noted that many of these characteristics are quantita- 
tively unique to the particular tube under discussion and serve primarily 
to suggest what is possible with this type of tube. Any decisions to 
acquire a similar device should be based upon extensive testing of the 
particular tube under consideration in an effort to determine character- 
istics peculiar to that tube. 

II. THE TUBE 

This report contains results of testing on a single stage, magnetically 
focused I.T.T. model F-4094 (ser. no. 067302) image intensifier. The Imaga 
tube has a 146 mm photocathode of multi-alkalai extended red type, the 
spectral response of which appears in Fip 1. The tube has a 0.4 inch 
thick quartz photocathode window and a fiber optic output faceplate. An 
antiscattering baffle in the camera assembly restricts the unvignetted 
field to a diameter of about 140 mm for our testing purposes. 



FIGURE 1 


Spectral response of the lUO mm ITT photocathode 



FIGURE 2 


P-20 phosphor output spectral distribution 
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The green (P-20) output phosphor generally lends itself to being, 
liest photographed with a D sensitized emulsion. ')}he phosphor spectral 
distrihution is indicated in Fig. 2. , 

A photograph of the tube/ camera assembly (Fig. 3) indicates the 
major components of the system. The subasserablies consist of: 

(l) a rectangular unit containing too separate filter slides, a dark slide 
and a focus target projector, (21 a cylindrical unit which houses the image 
tube, its solenoid and a solenoid cooling jacket. (The cooling jacket has 
been used with both circulating water: and alcohol, generally us^d to hold 
the solenoid temperature slightly bdlow ambient temperature) (3) a plate 
holder, slide unit for mounting either a plate holder or- an eyepiece uhit, 

(4) a plate holder unit and (5) an eyepiece unit. The eyepiece unit 
replaces the plate holder ^whett -iinll$e^‘ThB] Syepaede^^^ 
for fine tuning the focus of the solenoid and for focusing the telescope 
feed: to the image tube, by means of visual inspection first, of the focus 
target image and second of a stellar image fed by the ■telescope. 

The plate holder system Is composed of a pressure-plate plunger 
assembly which iipiDn removal of a plate holder dark slide permits the 
plate assemifaly to be pressed forward against the .fiber optic coupling 
faceplate . ; This operation must be given some care as the plate/fiber 
optic contact must be as compiete and firm as possible. The system at 
Steward, Obseryatofy- has exclusively Involved the use of circular, ISOiran 
diameter plates; the application of film and film transports to this 
""■syatein): wiii:*bd]:disGussed - ih' ^ V' > 

. ' The camera :syStem with all ofiits :subassembl,4es has a total weight 
of about 115 pounds; "there ;is: some rdoraf for yaiiation in to _ , _ 

through modiflcatidn of the £ilnSr^!^siidtt. adse^]y h^^ of the 


aJSPRODOCIBILlTY OF Tai 
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FIGURE 3 


The l40 miH image tuUe caiiiera. Indicated subassemblies : A, tube 
and SDlenoid -housing, ,B. cooling valyes , ; G . filter carrier :b ox j 
B. resolution- slide, E. step xTOdge projector recepta- 
cle , 'F . plate-holder assembly, G i ; plate- holder dark- slide , H. 
...^aterholder: jplunger- asseinbly- and -T-^- eyepiece- unit - - - — ■ 
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unit (l.e. solenoid housing and im.igo tube cell) can undergo very little 
modification short of removal of the solenoid focusing mechanism/cooling 
Jacket wlfii subsequent replacement by a series of permanent magnets. 

The cooling system Involves a hookup of two tygon tubes to perman- 
ently placed valves on the image tube housing. Flow rate of coolant is 
about 1 liter /minute at about 65°F. 

The focus target projector, which slides in and out of the optical 
path operates on a 5v. DC power supply, the solenoid is ope* ■ ced in the 
"current mode" at about 7.25 amps and the tube is operated at about 
15.5 kv but never over 17 kv. It should be noted that the resolution 
of the tube is a very sensitive function of the solenoid current and 
must be fine tuned before each use in order to obtain optimum results. 

The camera has been operated with a variety of filter combinations 
at the 90" telescope; in general it is important not to allow light from 
a star brighter than V » 6.0 to strike the photocathode unflltered. 

When opera'..ing with a 1000 S band pass this value is V'''4.5. 

The cylindrical assembly of the image tube camera (Fig. 3) is 13" 
long by 12" diameter; the filter slide box used with this camera is 12" 
square and about A" deep. 

III. TESTING FACILITIES 

The testing of the 140 mm tube was conducted at the Image Tube 
Laboratory of Steward Observatory. The principal goal of this facility 
is to determine the extent to which accurate radiometric and positional 
data may be obtained from an image tube record and to determine the 
precautions necessary to obtain such data. Most of the tests involve 
photographing the image tube output which is the most efficient, accurate 
and convenient method of permanently recording Information from an image 
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I lntensifier, Most of the data reduction was performed using facilities 
at Steward Observatory; PDS reductions were performed using facilitleB 
I . at Kitt Peak National Observatory., 

! V : " iV; ' EVALUM!ION OF IMAGE TUBE PROPEllTO^ ^ - 

1 : - . _ , .... .. .. - 

I At, Resolving Power : = - 

I The resolving power of the linage intensifier/camera system was 

I . . 

I evaluated in two ways: (1) a high contrast Baum Resolution Pattern 

(Fig. 4) was projected on the photocathode and the resultant output was 
I - measured visually using a high power (lOOX) microscope; this procedure 

I" “ yielded the resolving power of the image tube; (2) the Baum Resolution 

Pattern was also photographed using three different types of emulsions: 

L’.:.- -- _ lQ3aD} II' Ilia J> - This procedure yialdctl the resolving power of 

the image tube with fiber optic coupling to emulsions of different 
intrinsic resolving powers. 

In all cases the projection pattern was centered on the photocathode, 
the solenoid current was adjusted to optimize resolution at the center 
of the photocathode and the image of the pattern was then translated 
across the photocathcde in 0.2 inch increments. The portion of the 
- pattern in Fig, 4 which is of interest here is the series of parallel . 

^ lines and spaces calibrated in equivalent line pairs per millimeter 

(Ip /ram) . At each image position on the photocathode a determination 
- _/ was made of the limiting number of line -pairs per millimeter that could 

, be visually, resolved. In the case of _ visual me.asureraents both the tangen- 

’ . . - • tial and the radial limitiiig -resolution were determined wilere the tangen- 

, - . . tial , values were obtained with Ihe Tesplution pattern, perpendicular to the 

. , photocathode radius, vec tor. Ih 


rotation of the pattern. 



FIGURE 4 


The Baum resolution projection pattern; frequencies range from 
8 to 100 Ip/mm and are indicated by numbers above the vertical 
lines . 






The limiting resolutions obtained by examlnatioh of the output 
phosphor are plotted in Fig. 5. The dashed portion of the curve Is ari 

h 

extrapolation which was necessary due to mechanical constraints imposed 
^by the geometry of the camera structure. It should further be noted that 
the limitifig frequencies are greater than those obtained from m 'surements 
of images on a variety of photographic emulsions due to tl‘ dev" ';atioh 
of image inherent in the coupling o£ phosphor and emulsion. 

It is apparent from Fig. 5 that the limiting resolution is substan- 
tially lower at the edge of the field than near the center. It should 
also be recognized that the detailed dependence of resolution on, field 
position can be a strong functloh of the particular tubes tested and 
even similar tubes from a Specific manufacturer can be expected to vary 
_^bstantially„in. resbiving-^ power - - — 
The tangential limiting resolution on photographic records was 
determined by photographing the Baum Projection Pattern at a series of . 
positions across the photo cathode . The standard 140mm image tube camera 
plate'holder was used which provided contact between the, plate and the; 
filter optic output faceplate by means of a foam rubber pressure pad. 

' Although this technique has produced the most reliably uniform contact - 

between photographic plate and fiber optics it is apparent that this is 
a difficult problem to' be given some attention. 

Table 1 lists the photographic emulsions used in this test along with 
general characteristics taken, from Eastman Kodak Cl9i57). The characteristics 
may be taken as a rough guide although every effort was made to- treat 
these plates as recommended by Kodak. All processing was done with * ' 
rotating rocker tray agitation in Kodak D-19 develop er. for 4 minute s - 

at 20'^C (68°F). „ , V h:- 1: 'T:r- 
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FIGURE,,..? ^">:,;. ■■: :::"-"o-.,- ; — 1....;/ ;■• 

Limiting resolution across/the ■ diameter of the l40 mm photocathode. 

Open circles refer to tangential resolution j closed Gircles arefor^-y 
radial resolution. The finely dotted line indicates that the res- 
olution Was in excess of the 100 Ip/ram measurable' with the Baum Jr 
lution pattern. Dashed lines are extrapolations to the extreme edge 
.of Jhe:,,,;^ptc^attK^ .. JJ ■ ; ^;... :j . Jrl; 




(uiUJ/di) N0lim0S38 ONlilWn 


10 






Table 1 


Designation 

Spec . 

Sensitization 

Speed 

Contrast 

Resolving 

Power 

Granularity 

103aD 

yellow-red 

fast 

medium 

moderately 

moderately 

course 

IlaD 

yellow-red 

fast 

medium 

medium 

medium 

lllaJ 

blue-green 

moderately high 
fast 

very high 

very fine 


The photographic results have been represented by plotting the 
limiting resolution of the photographic records as a function of the 
limiting resolution of the image tube output phosphor. In order to 
accomplish this the resolution data were corrected for magnification by 
the image intensifier (see following section). 

For the tangential orientation 


R , = R/M, 

phos i 

where R is the limiting resolution of the image tube phosphor output, 
is the incremental magnification and Rpj^Qg is the limiting resolution 
expressed as spatial frequencies on the output side. An identical relation- 
ship exists for the photographic case 



R/M^ 


where R is the photgraphic resolution expressed in terms of the input 
photocathode image. 

Fig. 6 gives the result of plotting the limiting photographic 
resolution, versus the limiting phosphor resolution, for the 

three types of emulsions used on this test. Because of the rather high 
and comparatively uniform limiting resolution across this particular tube 
the indicated range of limiting resolutions is rather small. In addition, 
as noted from Fig. A, the of the tube is '"ery high, greater than 


11 



100 Ip/mm over a large portion of the tube, and could not be quantita- 
tively measured with the Baum Resolution Pattern. To accommodate this 
difficulty we have noted three points in Fig. 6 beyond Rphos “ Ip/ram. 
These points indicate the maximum values of Rpg for each emulsion tested. 
These points (1, 2 and 3) indicate R (max) equals 30 Ip/ram for 103aD, 

33 Ip/mr for IlaD and 43 Ip/mm for IllaJ emuxsions. 

The lower resolution of the fiber optically coupled photographs is 
largely due to the difficulty of achieving complete contact between 
emulsion and fiber optic output faceplate. This difficulty arises from 
microscopic and macroscopic warping of the glass plates supporting the 
emulsion and is probably a problem for which there is no adequate 
solution as long as glass plates are used. It is anticipated that the 
application of emulsion on film may help resolve this problem. A more 
complete discussion of the problem of glass plate/fiber optic faceplate 
contacting may be found in Cromwell and Dyvig (1973). 

3. Geometrical Characteristics 

The geometrical properties of the 140mm image tube have been examined 
by measurement of a grid pattern photographed by l<03aD emulsion at a tube 
voltage of 15.5 kv. (Fig. 7). The pattern consists of a series of radii 
with Indicated position angles; eight of the radii have been divided 
into thirty five smaller segments. Each division serves as a test point 
for measurement. We have used this pattern to evaluate two characteristics 
of the tube; the magnification and the Incremental magnification. 

Magnification is defined as the ratio of the measured radial distance 
of a test point in the output to the corresponding radial distance in the 
input. The magnification data points are the mean values obtained from 
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FIGURE 6 


Rpg VS. Rphos f*or the l4o mm image tube camera and three emulsions. 
Points 1,Z and 3 (see text) refer to the limiting Rpg for each emul- 
sion. 







FIGURE 7 


The radial projection pattern used for measurements of magnification 
and incremental magnification. 







„ O ■ 0 O 

measurements along four radii at position angles 0 ,90 7. 180 and 270 . 

I The data points have been grouped into lines corresponding to 8mii! 

' increments in the photocathode radius in an effort to reduce the scatter 
caused by random errors in measurement. These data are plotted in fig. 8 
as magnification versus phbtocathode radius . Because it was impossible 
to niF-asure the input grid size on the photocathode it was necessary to 
make all input measurements on the much smaller projection pattern on 
the input side. The result was the necessity _of normalizing the result- 
ant data . This normalization process probably largely accounts for the 
degree of curvature and larger scatter of points near the center of tlie 
photocathode. In any case these data indicate a remarkably constant _ 
magnification across the tube. The great uniformity of this result can 
— ^best' be appraciated -by-comparlsoir wif n ine maglTitlcat^ other types 

of tubes tested at the. Steward Observatory facility (Cromwell and Dyvlg 
"1973). 


Incremental magnification Is defined as the output to input ratio --.: 
of the radial separation of the test points indicated above. As in the 


case of determination of magnification the x and y coordinates of the 


test points were obtained by measurements on a two-coordinate Grant Pleasur- 
ing engine for eAch of four radii at position angles 0°,. 180° and 

270 . The incremental magnification for each radius is plotted separately 
in Fig. 9 again in bins of 8mm of photocathode radius. The nOrmalizAtioh 
scatter again requires extrapolation of those curvesithrough the zero 

point. The marked decrease in Incfemehtal magnification ah the edgA^^ A^^^ 


the field is due in part to difficulfl making accurate 

of the grid at thin position and in part to the S-distortloh of- 


tub'e.^^h again, this result is remarkably uniform in Comparison 

with the incremental magnificatidh of previously listed tubes. A - 



FIGURE 8 


Magnification versus photocathooe radius. 
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comparison with results for other tubes (Cromwell and Dyvig 1973) 
indicates that the y axis i.icale is great 1> expanded in Fig. 9 giving 
a false impression of large variations in incremental magnification. 

Were these results plotted on a similar sc.a’e the incremental magnifi- 
cation curves would merge into a single nearly straight line. 

The S-distortion, a characteristic of magnetically focused tubes, 
is defined as the deviation from a radial axis of a straight line 
(input) that passes through the center of the field. Mean values of 
S-distortlon have been obtained by measurement of a Ronchl ruling pattern 
photographed through the Image tube. The results of this measurement 
are plotted in Fig. 10. 

For some applications the S-distortlon can be a troublesome problem 
and must be dealt with. In many cases the S-dlstortion can be adequately 
determined and appropriate corrections can be applied to the data. There 
may however, be applications where very high positional accuracy is required 
and in this event a detailed calibration of the image tube geometry will 
be essential. 

We also note that the geometric distortions are highly dependent 
upon the magnetic field and may show large variations as a function of 
the positioning of the focusing m.agnets. 

C. Fiber Optic Faceplate Shear 

Fiber optic shear is the displacement which may avlse at the 
interfaces of fiber optic bundles in filbcr optic faceplates. This shear 
can adversely affect accurate measurement of positions on plates taken 
with fiber optically coupled image intensif iers . Several examples of 
fiber optic shear in the faceplate of the 140mm tube are shown in Fig. 11. 
The bundles are hexagonal in shape with each side of the bundle about 0.6mm 
in length. 
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FIGURE 10 


Mean S-distortion vs. photocathode radius. 
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FIGURE 11 


Segment of a Ronchi ruling image obtained with the fiber optic 
faceplate. Fiber optic shears appear as discontinuities in the 
rulings; careful examination reveals the hexagonal fiber bundle 
pattern. 




OF 'I’H 
i POOB 

The extent of the shear problem was evaluated by contact photography 
of a 250 Ip/inch Ronchl ruling through the 156mm diameter faceplate. 

The data were recorded on IllaJ film at two position angles 45° apart. 

The photographs were enlarged by a factor of ten and examined for shears 
which appeared as breaks In the ruling. By combining the results from 
the two position angle plates it was possible to identify all of the 
shears to a limit of about 6y displacement. 

The fiber optic shears are most often produced by a displacement 
along an entire side or sides of the hexagonal array of bundles. These 
displacements were measured for several one cm regions randomly dis- 
tributed across the faceplate in order to arrive at a size distribution 
of the shears. Thes size distribution is uniform, however, shears 
smaller than 6p could not be quantitatively measured or even identified. 
Thus, the total number of bundle interf.ices 41,340) minus the total 
number of detected shears (''^3,350) is taken to represent the total 
number of bundle interfaces with zero shear (where zero shear is under-- 
stood to mean a shear distribution of 0-6p). These figures indicate 
that 91.9% of the bundle interfaces have unmeasurable shears of less than 
6p displacement. Identifiable shears (i.e. >6p) occur at a frequenev 
of about 20 shears/cm^. 

The size distribution of fiber optic shears is indicated in Fig. 12. 
The largest observed shears are 29u in size, just about the resolution 
limit of the camera system. It should be recalled that the shear dis- 
placement occurs primarily at the bundle interfaces and does not represent 
a relative shift of the entire bundle. In most instances it is not 
expected that fiber optic shear will present a serious difficulty. It 
should also be noted tha,; the present facplate is representative of the 
best faceplates currently available. 
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FIGURE 12 


Fiber optic shear size distribution as a percentage of interfaces 
showing shear vs. shear size (d) in microns. The bar at D=2^ 
represents all shears between 0 and 6 microns in size. 
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D. Uniformity of Response 

Uniformity of response of the Intensifler output was evaluated 
by uniformly irradiating the photocathode and recording the resultant 
output on fine grain photographs (illaJ emulsion). Unifonn irradlance 
was provided by a distant point source projector which consists of an 
incandescent lamp, a defining aperture and a diffuser. Interference 
filters of abut 25oX FVHM and central wavelengths of 3500X, 8 OOOX 
and 90198 were used co define four spectral passbands. 

Figures lJ-16 show photographic records of the output associated 
with each spectral band. Several characteristic nonuniformity patterns 
are apparent: 1) a general enhanced or reduced response in localized but 
rather large regions, 2) a large, rather linear region of enhanced 
response, particularly apparent with the 90198 filter and 3) the hexa- 
gonal small scale patterns of the fiber optic bundles. 

Each of the plates have been scanned with 40u square apertures in 
40u intervals along three diameters of the plate spaced at 30° inter- 
vals in position angle. These density scans have been converted to 
intensity scans by reference to a calibration plate generated H-D curve. 
The scans have been deliberately left unsmoothed to indicate fine scale 
variations due to fiber optic bundles and plate noise. Three scans for 
each of the four spectral bands appear in Figs. 17-20. A vertical bar 
in each figure indicates the magnitude of a one percent variation in 
intensity. At shorter wavelengths the response is extremely uniform, 
exhibiting less than 1% variations. The nonuniformity of the output 
increases noticeably on the 90198 plate but is still on the order of a 
few percent (2%-3%). 
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FIGURE 13 


Uniformity of response plate at 3500/ . 





FIGURE 14 


Uniformity of response plate at 65 OOA. 



FIGURE 15 


o 

Uniformity of response plate at 80OOA. 





FIGURE 16 


O 

Uniformity of response plate at 9019A. 
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FIGURE 17 


Intensity scans at three position angles across the 3500A wavelength 
uniformity of response plate. The vertical bar represents a one per- 
cent variation in intensity. Scanning aperture was 40xto^ steppied in 
40 li intervals’, the scans are unsmoothed. 
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FIGURE 18 


Same as Fig. 17 but for wavelength 65 OOA. 
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FIGURE 19 


o 

Same as Fig. 17 but for wavelength 80 OOA. 
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The nonun Iforml ties of these plates can be subtracted from 
astronomical plates by use of a POS area scanner If necessary but this 
Is a rather time consuming and laborious process and should generally 
be avoided If possible. 

A detailed discussion of the causes of different types of nonunlform- 
Itles can be found In Cromwell and Dyvlg (1973). 

E. Signal Induced Background 

Signal Induced background was evaluated by a series of half field 
tests. Slightly less than half of the photocathode area was uniformly 
Irradiated by a distant point source; the remaining area was masked 
off using the dark slide. The wavelengths of the Incident radiation 
were 35008, SOOoX and 90198 defined by filters previously described. 

Figure 21 shows a typical photograph obtained In the half field 
test. Density scans were made along a diametEr of the field parallel 
to the edge of the masked portion of the field. These scans were 
converted to Intensity scans and appear In Fig. 22. 

There is clearly a strong field dependence for signal induced 
background which makes It very difficult to properly account for this 
effect. The degree of the effect can likewise vary over a large range 
and must be carefully examined for each individual tube. 

F. Dark Emission 

A record of the dark emission of the tube was made by exposing a 
IlaD plate for one hour to the phosphor output while the intenslfler was 
in complete darkness. The tube operating voltage was 15.5kv with an 
ambient temperature of 68°F. A PDS density scan of the plate indicates 
a mean density above fog of 0.16 with very low scatter. There were no 
ion events dlscernable on the plate. 
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FIGURE 21 


Sig.ial induced background at 650OA as obtained from a half-field 
test. This is a negative pilnt; the blackened area is heavily 
overexposed and is the area which was not obscured on tht' photo - 
cethode. The much lighter area snows a response pattern due in 
part, to signal induced noise. 
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FIGtIEB 22 


Intensity scans across^ a d.iameter_of the half field test plates at 
35OOA, 8000S and Vertical hars represent onh percent varia- 
tions in intensity.: Scanning paflSriieters as for Fig. IT. = 
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In practice we rarely use exposures as long as one hour and have 
never exceeded this exposure time. 

G. Detective Quantum Efficiency 

Detective quantum efficiency (DQE) Is defined as 

(S/N)^out 

DQE = 

(S/N)^ln 

where S/N represent the signal to noise ratios, both Input and output. 

DQE Is a significant measure of the performance of a detector. 

A detailed discussion of the techniques employed In determining 
DQE can be found In Smith (1972). We have used the gradient method 
In arriving at a measure of the DQE. 

The Image tube was exposed to a DQE sensltometer Image 
(experimental apparatus shown In Fig. 23) using a set of attenuators 
In order to achieve a wide range of Image densities. Each Image Is 
composed of a series of spots of known Intensity which were densltometered 
In order to construct an H-D curve. In addition 14 large spots ('''Icm^) 
were exposed at a large range of exposures. All Images were recorded on 
IlaD emulsions from the same batch and processed similarly. 

Each of the 14 spots were raster scanned on a PDS microdensitometer 
using a 40 m square aperture; the mean density and standard deviation for 
each were then computed. 

DOE for each density spot was then computed using the relationship 

g2n t 

DQE = -y- 
Od A 

where g Is the slope of the K-D curve at the relevant density, n Is the 
average irradlence Incident on the detector, t Is the exposure time, Op 
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FIGURE 23 


Optical bench set-rp for DQE tests; lUOmm image tube on the left and 
DOE sensitometer on the right. 





Is the standard deviation per measurement of density and A is the area 
of the scanning aperture. 

DQE versus density for IlaD emulsion and 42508 radiation is shown 
in Fig. 24. The image tube operating parameters are the same as discussed 
earlier in this report. 

Both Smith (1972) and Cromwell and Dyvig (1973) present detailed 
discussions of the interpretation of DQE. 

H. Tube Stabi lity 

The stability of the tube over short term and long term periods 
is extremely difficult to evaluate and unfortunately we have no prece- 
dent for this type of detector, 

Short term stability problems of varying degrees of severity have 
been encountered in other types of tubes. In general we have not attempted 
to record data with this tube without about a one hour "warm up" period. 
However, a series of resolution tests were run within only a few minutes 
of voltage turn on and the results were completely compatable with those 
obtained with longer warm up periods. In particular there has been no 
evidence of gross field distortions which have been encountered by other 
researchers (Gull 1976). 

Long term effects have not been systematically studied, in part 
because the tube has been in operation only a relatively short period of 
time. We can say qualitatively that the tube is still operated at the 
same voltage and current settings that were used a year ago with no 
apparent change in results. A more quantitative evaluation will 
require further monitoring as these tubes continue to be used in the 
future. 
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FIGURE 24 


DQE(%) vs. density for the l40mm image tube plus IlaD plates 
at 425 OA. 
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V. ASTRONOMICAL USE OF THE LARGE FORMAT IMAGE TUBE 


The lAOmm image tube has been used for a variety of projects at 
the Cassegrain focus of the Steward Observatory 90" reflector. On the 
basis of this experience we can suggest a few areas in which the tube 
has had particularly successful applications. 

1) Direct photography: Direct photography with a wide range of 
filters has been used for several programs. These programs include 
surface photometry of galaxies, morphological studies of BL Lac objects 
and study of radio source pairs. Plate scale at the 90" telescope is 
about 10" /mm and system resolution Is about 30 p . Limiting magnitudes 
on a IlaD plate with an RGIO filter and a 10™ exposure are typically 
about 21. o'". Deeper plates of clusters of galaxies have been obtained 
with baked IllaJ plates. 

2) Polarization: Several programs have used the image tube in conjunction 
with a Polaroid or calcite plate in order to obtain photographs of galaxies 
or BL Lac objects in polarized light. This type of program has been 
particularly successful In the discovery of new BL Lac objects. 

3) Multi-color photography: We have experimented with obtaining multi- 

color (U,B,V and night sky red) photographs of star fields by translating 
the telescope after each exposure and by calibrating exposure times so 
that an AO star appears neutral (all images the same size on the plates) . 
This technique is useful for differentiating between objects which may 
appear similar on the Palomar plates (e.g. white dwarfs and QSO's). 

4) Transmission grating spectroscopy: all field, low dispersion spectro- 

scopy is possible by the introduction of a transmission grating in the 
optical path. This technique has been demonstrated feasible but has not 
be^n extensively used at Steward Observatory. 
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5) Narrow band photography: There are applications of narrow band 

photography with the image tube system which have been used at Steward 
Observatory. The high gain of the tube makes this sort of work feasible 
on reasonable time scales (photographic speed gain ''-40). 

6) Wide field survey work: We are in the process of adapting the 140mm 

image tube camera for wide field near infrared survey work. Because of 
the red extended response of the tube it is possible to obtain near 
infrared photographs to a limit of about IS*" in the 0.8 to 0.9y region 
with exposure times of about 15™. Tliis approach permits study of large 
regions of the sky which are otherwise obscured by hydrogen emission. 


An example of a photograph obtained with the 140mm image tube at 
the Cassegrain focus of the 90" telescope appears in Fig. 25. Additional 
discussions of specific applications of this tube may be found in the 
following papers; 

Butcher, H. , Oemler, A., Tapia, S, and Tarenghi, M. 1976, Ap. J. 

(in press) . 

Craine, Eric R. , Tapia, S. and Tarenghi, M. 1975, Nature, 258 , 56. 

Craine, Eric R. and Warner, John W. 1976, Ap. J., 206 , 359. 

Ney, E. P. 1975, Sky and Tel., 45 , No. 1. 21. 
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FIGURE 25 


NGC 7331: lUOrom image 
Steward 90 " telescope; 
with NS red filter. 


tube at the cassegi'ain focus of the 
lOmin. exposure on 103aD emulsion 
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